[Computed tomography with variable levels of energy of x-ray radiation].
Method of computer tomography with variable radiant energy is described. It permits to compensate the distortions in computer-tomographic sections in case of change in tube operating conditions and in visualization of information about tissue composition within the sectional limits. The developed method increases the efficacy of computer tomography.